[Computer system of the electronystagmographic examination. Part III. Comparative results obtained by computer and traditional technology in the examination of the vestibular organ].
The study presents a comparison of the research into results of vestibular organ stimulated with caloric tests which had been simultaneously registered with the help of a computer system of electronystagmographic examination, as well as the traditional electronystagmographic technic. In the case of 32 healthy persons there had been counted by hand average angular velocity of the slow phase caloric nystagmus average level of reduced excitability of labyrinth and direction predominance. It had been defined that those values are comparable to the ones given by the computer. That points to the right chose of the space of time in the climax of nystagmus reaction and a good identification of the phase both slow and fast by the computer system.